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PREFACE 



TT I STORY is replete with illustrations 
^ of the fact that progress in scientific 
knowledge and the development of improved 
apparatus go hand in hand, each being to a 
great extent dependent upon the other. It is 
therefore not surprising that the constantly 
increasing realization of the important role 
played by the motor muscles of the eye in 
affecting both our vision and health, has been 
accompanied by marked development in oph- 
thalmologic instruments for making more 
thorough muscle tests. 

If this book contributes in any degree to a 
clearer understanding of the importance of 
testing the ocular muscles and of the possibili- 
ties of great good to be accomplished through 
the systematic making of such tests, the object 
of the work will have been attained. 
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CHAPTER I 

The Evolution of Eye Testing 

ALTHOUGH spectacles were invented 
^^^ over six hundred years ago by the Italian 
d'Armati and have since been worn extensively 
by every civilized nation, little or no develop- 
ment worthy of mention took place either in 
the general construction or the method of 
application of spectacles until the discovery of 
astigmatism, by Thomas Young, during the 
early part of the previous generation. 

It is well within the recollection of the writer 
when it was the custom to purchase spectacles 
much after the fashion of shoes, from retail 
stores, by trying them on and taking the pair 
which seemed to fit the best ; no eye examina- 
tions of any sort then being made or considered 
necessary. However, with the discovery of 
astigmatism and the advent of the cylindrical 
lens for its correction, the importance of eye 
examinations became at once apparent and 
the necessity of examining each eye separate- 
ly was also recognized. Today no one desir- 
ing a correct pair of glasses thinks of purchas- 
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ing them in the old way, but consults one 
trained in the art, who is prepared to system- 
atically test each eye separately and finally 
both eyes together, and prescribe lenses to 
meet all requirements, taking into account 
any imbalances of the motor muscles as well as 
errors of refraction which may be present. 

It has long been recognized that the muscles 
which move the eyes in their orbits, known as 
the extrinsic or motor muscles, should be so in- 
terrelated or naturally balanced, that the 
visual axis of one eye will intersect that of the 
other eye at the point of fixation and the 
images of the object observed will form on ex- 
actly corresponding points in the retinas of the 
two eyes. In the absence of such natural 
muscular balance, binocular single vision 
could only be maintained through constant 
effort by the weaker muscles; otherwise the 
stronger and opposing muscle of any pair 
would rotate the eye toward itself and in so 
doing prevent intersection of the visual lines 
at the point of fixation and simultaneously the 
formation of the images at corresponding 
points in the two retinas. 

As the fundamental law governing binocu- 
lar single vision is based upon the physiologic 
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principle of corresponding retinal points, the 
image of the object in view must of necessity 
lie in exactly the same relative position upon 
the retina of each eye. The importance, there- 
fore, of perfect motor muscular balance, other- 
wise known as orthophoria, is apparent if this 
fundamental requirement is to obtain without 
constant nervous and muscular effort. 

When the motor muscles are not in balance — 
a condition known as heterophoria — vision is 
more or less disturbed and discomfiture fre- 
quently experienced, small imbalances often 
passing unnoticed while the higher degrees 
may produce double vision, otherwise known 
as diplopia, or may sometimes produce squint 
with subsequent amblyopia. 

With our present knowledge of the import- 
ant bearing which the motor muscles have 
upon comfortable binocular single vision, any 
tests of the eyes made solely in the interest of 
correcting errors of the refraction and without 
regard to the status of the motor muscles, are 
obviously very incomplete and fall far short of 
constituting a thorough examination. 

Every well-grounded refractionist recog- 
nizes the intimate relationship which is known 
to exist between the intrinsic muscles of 
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accommodation and the extrinsic muscles of 
convergence; also that stimulation of one 
gives rise to associate action on the part of the 
other. In consequence of this co-acting re- 
lationship existing between the accommoda- 
tion and convergence, an otherwise balanced 
pair of lateral muscles could be thrown com- 
pletely out of balance by inharmonious ciliary 
action, while on the other hand, a passive ac- 
commodation might, through stimulation of 
the interni, be induced to become active. 

Latent hypermetropia, as is well known, 
frequently manifests esophoria, when in reality 
the lateral muscles are in balance; or such a 
condition of the refraction and consequent 
action of the accommodation, may likewise 
conceal true exophoria through the associate 
stimulation of the interni. On the other 
hand, these conditions may be reversed and 
active interni might, as a result of reflex 
ciliary action, manifest an increase of myopia 
in a truly myopic eye ; myopia in an emmetro- 
pic or slightly hyperopic eye ; emmetropia in a 
moderately hyperopic eye or reduced hyper- 
opia in a highly hyperopic eye. 

Then again the phorias often cause longi- 
tudinal stresses and consequent meridinal 
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corneal depressions and because of such cor- 
neal changes, false or pseudo astigmatism will 
appear. This is particularly true of lateral 
imbalances of higher degree which materially 
alter the anatomical rotundity of the cornea 
along the horizontal meridian of the eye. 

Furthermore oblique imbalances may man- 
ifest cyclophoria through tortion of the globe 
and in consequence, no final measurements of 
the oblique muscles should be made until the 
status of the recti muscles is definitely deter- 
mined and any imbalances in them corrected. 

In every instance where an imbalance of the 
motor muscles is found, the error must be 
corrected if perfect binocular vision is to be had 
without effort, or diplopia with its train of un- 
desirable consequences is to be avoided. 

The importance of testing the muscles as 
well as the refraction is therefore apparent; 
also the necessity of suitable equipment for 
making complete refraction and muscle tests. 
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CHAPTER II 

The Motor Muscles 

TJ^ACH eye is supplied with six extrinsic or 
^^^ motor muscles, a pair for effecting 
lateral rotations, a pair for the vertical rota- 
tions and still another pair for the prevention 
of tortion or turning of the eye on its antero- 
posterior axis. The first two pair are known as 
the recti and the last pair as the obliques. 

These muscles are all energized from prim- 
ary or volitional nerve centers which act only 
in obedience to the will of the mind. These 
nerve centers are connected with the muscles 
in such a manner that the eyes are obliged to 
move together, it being impossible to voluntar- 
ily move one eye without moving the other 
correspondingly in the same general direction. 
In looking to the right, (right version) the 
primary nerve center governing this move- 
ment of the eyes, sends down stimulation 
to the right externus and the left internus; 
while in looking to the left, (left version) 
the primary center controlling all such 
movements of the eyes sends stimulation 
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to the left externus and the right internus. In 
looking up (super vision), both superior recti 
are simultaneously energized by the primary 
center having control of the upward rotation 
of the eyes ; while in looking down (subversion) 
that center controlling the inferior recti effect- 
ing all such movements becomes active. To 
look in an oblique direction, two or more of 
these centers act in imison so that the requi- 
site group of muscles necessary in effecting 
such rotations may be energized simultane- 
ously. When converging, as in reading or 
looking at any object nearer than infinity, 
both intemi and certain other muscles are 
stimulated simultaneously by those centers 
having supervision over the convergence. 
Hence, all volimtary rotations are binocular. 
In addition to the distribution of nerve 
energy from the primary or volitional centers 
governing aU binocular rotations, the motor 
muscles receive, when required, a further 
supply of nerve energy which emanates appar- 
ently from secondary or fusion nerve centers. 
These fusion centers are controlled solely by 
the fusion faculty of the mind and are wholly 
outside of any domination by the will of the 
mind. They function purely in the interest 
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of binocular single vision and have the faculty 
to move the eyes independently in any direc- 
tion in order that the visual lines may be con- 
stantly co-ordinated to intersect at the 
point of fixation and the image of the object 
kept at the macula of each eye. All move- 
ments of the eyes therefore which are directed 
by the fusion faculty are involuntary and are 
executed solely in the interest of binocular 
single vision. Were it not for the independ- 
ent muscular action inspired by the fusion 
faculty and executed through the agency of 
the fusion centers, there could be no physio- 
logic compensation for muscular imbalances 
however great or small. 

It is now quite evident that the primary or 
volitional nerve centers cannot cause move- 
ment of one eye without bringing the other 
eye into similar action and therefore are un- 
able to correct or alter any existing muscular 
imbalances. It is also evident that the 
secondary or fusion centers can and do cause 
movements of one eye without moving the 
other and thus correct, or tend to correct, 
existing muscular imbalances. 
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CHAPTER III 

The Basis of Muscle Testing 

npO return to the fundamental law govern- 
^ ing binocular single vision and its fixed 
physiologic principle of corresponding retinal 
points, the importance of a state of balance of 
the motor muscles becomes at once apparent 
if binocular single vision is to obtain without 
constant muscular action. As the macula is 
the posterior pole of the eye, it dominates all 
ocular rotations and is the region on which the 
image of the object must fall in each eye coin- 
cidently if binocular single vision is to 
follow. Any deviation of the visual axis of 
either eye from the point of fixation will, of 
necessity, displace the image from the macula 
of the deviating eye and thus destroy binocular 
single vision, unless sufiicient stimulation is 
given by the fusion centers to the proper 
muscle or muscles, as the case may be, to bring 
the visual lines into proper coordination and 
thereby cause them to intersect at the point of 
fixation. 

In orthophoria, where all motor muscles are 
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in balance, the visual lines will intersect at the 
distant point of fixation and the image of the 
object will lie at the central macular region 
of each eye without any action whatever on 
the part of either the primary or secondary 
centers, since the law of corresponding retinal 
points governing binocular single vision is not 
then infringed. However, should one of the 
motor muscles in any pair be weaker than its 
fellow, the eye would be turned to the side of the 
stronger muscle and in consequence, the image 
formed by that eye would no longer fall upon 
the macular region of that retina. The turn- 
ing of the eye would produce diplopia and 
were it not for the constant readiness of the 
fusion sense to give increased stimulation to 
the weaker muscle and thereby cause it to 
pull equally with the stronger or opposing 
muscle of the pair, binocular single vision 
would not be restored. 

Therefore, as the fusion sense alone domi- 
nates every independent action of the extrinsic 
muscles, a displacement of the image from the 
macular region would bring about inmiediate 
reaction of that muscle or those muscles at- 
tached to the opposite side of the globe in an 
effort to prevent visual disturbance, otherwise 
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known as diplopia. Should the image be dis- 
placed to the temporal side of the macula in an 
exactly horizontal direction, only the internal 
rectus muscle of that eye would be stimulated 
to action and the resultant rotation of the 
cornea inwardly and the macula outwardly 
would be equal to the outward displacement of 
the image. Such individual reaction is 
common with any of the recti muscles so long 
as the amount of the displacement of the image 
does not exceed the limitations of the fusion 
field or of the independent contractile power 
of the muscle concerned. In other words, 
so long as the amount of such displacement 
does not exceed the ability of that particular 
muscle acting independently to rotate the eye 
suflSciently to relocate the macula beneath the 
displaced image and thereby re-establish bin- 
ocular single vision. However, should the 
image be displaced beyond the limitations of 
the fusion field, no muscular reaction would 
take place and the diplopia thus caused would 
be msuperable or permanent. 

Lying within the visual field of the eye there 
is a fairly well defined area which is presided 
over by the fusion faculty and which in conse- 
quence is known as the fusion field. It is more 
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or less pear-like in shape with the large end 
pointing toward the nasal side. Its dimen- 
sions are approximately 6 prism diopters dis- 
placement in width by about 35 to 40 in 
length, with the macular region located at the 
center of its vertical dimension and within 
about eight prism diopters displacement of the 
nasal end. Images falling within this field at 
other than the macular region, cause the eye to 
rotate in the interest of fusion, while those lo- 
cated outside its confines, have little or no 
effect upon the fusion sense and in consequence 
cause no movements of the eye. Hence, 
should the image be displaced either above or 
below the macula in a vertical direction to the 
extent of 5 or 6 prism diopters, or nasalward 
to the extent of about 10 prism diopters, in- 
superable diplopia would result, for the image 
in each instance would then be located beyond 
the confines of the fusion field and the fusion 
centers would remain dormant. 

Since any of the motor muscles may be in- 
dividually energized, as already explained, 
through the agency of the fusion sense, their 
reactional values may be readily ascertained 
by placing prisms of known quantity system- 
atically before the eye; for diplopia will not be 
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tolerated unless the degree of displacement of 
the image by the prism is in excess of the re- 
actional range or independent contractile 
power of the muscle whose duty it is to correct 
it, or unless the displacement exceeds the limi- 
tation of the fusion field. By harnessing the 
fusion sense in this fashion, it can be made to 
reveal the comparative reactional value of each 
extrinsic muscle ; all of which is fully explained 
in the chapters dealing with the duction tests 
of these muscles. 

In order to obtain the highest degree of 
stimulation in estimating the reactional values 
of the various recti muscles, through displace- 
ment of the image by means of prisms, the 
double rotary prism unit will be found highly 
advantageous as compared with prisfns of 
fixed values. In using the double rotary 
prism unit, the image never leaves the macula 
and diplopia does not occur until the amount 
of displacement of the image exceeds the 
maximum rotation of the eye. Advantage 
of the highest retinal stimulation to the main- 
tenance of binocular single vision is obtained 
in this way. When prisms of fixed value are 
employed in these tests, diplopia occurs 
the moment the prism is interposed be- 
tween the eye and the object, for the image is 
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never at the macula until fusion has taken 
place and the effect of the prism has been over- 
come. Each increase in the strength of fixed 
prisms employed in this way, displaces the 
image farther away from the macula when 
first applied and therefore upon a correspond- 
ingly less sensitive portion of the fusion field, 
with reduced reactional tendency. It is there- 
fore obvious that the same fusion effort cannot 
be obtained by the employment of prisms of 
fixed value as by the use of the double rotary 
prism imit. Measurements made therefore 
with the fixed prisms will usually be somewhat 
less than those obtained by the use of the 
double rotary prism unit. 

The cause of visual disturbances traceable 
to non-coordination of the visual axes of the 
eyes having now been shown to be due to a 
lack of balance of the muscular system of one 
eye or of both, and that one or more pairs of 
muscles in one or in both systems may be in- 
volved, the motor muscles must be tested in 
pairs, one pair at a time, if the exact location 
of an imbalance is to be determined. 

To test the motor muscles in pairs, the test 
must be made monocularly and the basis there- 
fore of all muscle testing should be established 
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on the same foundation as is the testing of the 
refraction; namely, that each eye should be 
tested separately for its individual errors, 
whether they be of a refractive or muscular 
character or both. Finally both eyes should 
be brought into the field, with the correction 
for each in place in muscle work the same as 
is done in the final stage of a refraction test 
and any slight changes then made as may be 
required or considered desirable for the benefit 
or comfort of the patient. 

In making monocular muscle tests, it should 
be clearly imderstood that both eyes are al- 
ways seeing the same test object and that the 
eye under test is the one before which the 
prisms and other testing units, including the 
Maddox rod, are placed. The other eye is 
termed the fixing eye, as it never leaves its 
primary or fixed position with respect to the 
test object or original point of fixation. In ad- 
dition to the necessity of having both eyes 
constantly in the field when making the 
muscle tests or giving muscle exercises, as ex- 
plained in subsequent chapters of this book, 
the visual perception must be sufiicient in 
each eye to enable the patient to discriminate 
quickly and accurately. The vision therefore 
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should not be less than three-fifths of normal 
in any instance whether a correction for the 
refraction is needed or not to bring the vision 
to this standard. 
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CHAPTER IV 

The Phoroptor 

npHE importance of making thorough 
tests of the motor muscles and of making 
them monocularly, has been shown in previous 
chapters to be fully as essential as the making 
of monocular tests of the refractive media. 
To meet this necessity, the writer has devised 
the Phoroptor, which is here briefly described. 
The instrument contains all of the essentials 
for making both of these tests in this way, also 
for. giving muscle exercises. 

A complete description of the Phoroptor can 
best be given in terms of its application, and 
the succeeding chapters should be closely read 
if a full comprehension of the construction and 
functioning of the instrument is to be acquired. 
The suggestions here offered for making the 
different tests with the Phoroptor will show 
that the instrument provides exact and com- 
plete means for determining the status of the 
refraction and of the motor muscles, also for 
strengthening any one or more of the muscles 
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when that is necessary and possible, through a 
system of gymnastics. 

The Phoroptor is binocular in construction 
and carries on each side five fundamental ele- 
ments with the necessary supplemental equip- 
ment including a near point card holder. 



The five elements are, (1) the graduated 
Maddox multiple white rod unit; (2) the uni- 
versal double rotary, or mobile prism unit; 
(3) the cylindrical lens unit; (4) the fixed 
displacing prisms, and (5) the spherical lens 
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unit. These five elements are mounted from 
front to back in the order named and are 
fully described in subsequent chapters. 

The Phoroptor proper is supported in ad- 
justable fashion upon a horizontal arm project- 
ing from a wall bracket, a floor stand or a chair 
fixture. Each of these fixtures for carrying 
the Phoroptor has both coarse and fine adjust- 
ments for bringing the instrument into proper 
alignment with both the patient and the test 
objects. 

The body structure of the instrument con- 
sists chiefly of two rearwardly extending arms 
supported by a pair of adjustable slides, each 
arm carrying a full complement of the five 
fundamental elements already mentioned for 
making complete monocular tests of both the 
refraction and the motor muscles. A lateral 
screw adjustment is provided for the slides, 
also a graduated millimeter scale, and by their 
use the separation of the two complete aggre- 
gations of testing units may be altered to con- 
form with the interpupillary dimensions of the 
observer. A spirit level is moimted at the 
center of the instrument for obtaining a true 
horizontal setting, which is essential in secur- 
ing an accurate axis for a correcting cylinder, 
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a true base for a correcting prism or an exact 
axis for a Maddox rod. 

Mounted back of the rear shields of the 
spherical lens batteries are a pair of eye cups, 
which insure correct positioning of the eyes of 
the observer with respect to the sight openings 
in the Phoroptor. These eye cups aid mater- 
ially in securing accurate results in both the re- 
fraction and muscle tests. They also offer 
some support for the head, thereby reducing 
the fatigue accompanying eye examinations 
and the consequent tendency to move the 
head out of the primary position. 

Another auxiliary which is of great utility 
in muscle testing, is a red color filter which 
may be placed in operative position before 
either eye and which furnishes an easy and 
positive differentiation between the images as 
viewed by the two eyes. 

All of the units embraced in the Phoroptor 
are adjustably mounted and may therefore 
be brought mto operative alignment individ- 
ually or in any desired combination. Posi- 
tive and exact stops are arranged for giving 
perfect optical alignment to all adjustable 
elements when placed in operative position be- 
fore the sight openings. 
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CHAPTER V 

The Maddox Rod Units 

T^HE Maddox multiple glass rod, which is 
^ the essential part of the graduated Mad- 
dox Multiple Rod unit, comprises a lens piano 
on one side and multi-corrugated on the other. 
This lens, in effect, is similar to a number of 
very strong piano convex cylinder lenses 
placed side by side with their axes parallel. 
The axis of the Maddox multiple rod is there- 
fore coincident with the direction of its corru- 
gations and light in passing through it is dis- 
tributed at right angles with its axis. There- 
fore, if the corrugations or axis were in a verti- 
cal position (Fig. 2) a distant spot of light 
viewed through the rod would be changed in 
appearance to a horizontal streak of light of 
the same width as the diameter of the spot, 
and conversely, if the corrugations or axis 
were horizontal (Fig. 3), the streak would 
appear in a vertical position. 

The corrugated glass disc or rod proper is 
mounted in a circular plate having a handle 
and two indicators. This plate is adjustably 
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supported by a holder which has a degree scale 
on its upper section and by the combined use 
of this scale and the indicators on the plate, 
the amount of rotation which may be given to 
the rod by the handle will be denoted in de- 
grees of arc. The nasal and the temporal 
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quadrants of the scale carry the minus and 
plus characters respectively for the classifica- 
tion of imbalances of the oblique muscles. 

If, in looking at a point of light through the 
rod with axis vertical, the streak of light thus 
produced should appear other than horizon- 
tal, it could be corrected as to position by a 
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partial rotation of the rod in its holder, the 
amount of such rotation being registered upon 
the degree scale in the upper section of the 
holder. For example, should the indicator 
stand at the 15 degree graduation in the nasal 
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quadrant of the scale, it would indicate fifteen 
degrees of minus cyclophoria. Conversely 
should the indicator show fifteen degrees on 
the temporal side of zero, a corresponding 
amount of plus cyclophoria would be indicated, 
all as fully explained in chapters 16 and 17, 
dealing with tests of the oblique muscle. 
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All Maddox multiple rods should be ac- 
curately ground on both the piano and the 
corrugated sides. Ground rods are free from 
prismatic effects, distortions and other errors 
which are necessarily present in pressed or 
blown rods. Researches recently carried out 
by leading authorities have shown beyond 
question that blown or pressed Maddox rods 
are so defective in their function of transform- 
ing a point of light into a clearly defined and 
reliably located streak, that they are wholly 
unfitted for use in muscle work. Maddox 
rods which are not ground on both surfaces 
should therefore never be used in muscle test- 
ing instruments, for it is fully as indefensible 
to use blown or pressed Maddox rods as it 
would be to use blown or pressed trial case 
lenses instead of lenses which are perfectly 
ground. Fortunately for the public, blown 
or pressed trial case lenses are never used and 
the increasing realization of the inaccuracies of 
blown Maddox rods will soon demand the use 
of nothing but ground rods in eye testing 
equipment. 
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CHAPTER VI 

The Rotary Prism Units 

T^HE universal double rotary, or mobile, 
^ prism units described herein, are similar 
to the Crete and the Risley prisms and are in- 
dividually composed of two 7^/^ diopter prisms 
mounted back to back in separate cells. The 
cells have gear teeth or annular racks about 
their outer peripheries and engage a radial 
pinion which is located between them. When 
the prism unit is completely assembled within 
a circular holder forming the prism case and 
the radial pinion is turned by an extended 
milled head, the prisms are caused to rotate 
inversely with respect to each other about a 
common center. By reason of this inverse 
rotation, the bases of the prisms may be so in- 
terrelated that any desired prism equivalent 
ranging from zero to the maximum of 15 
prism diopters may be obtained. When the 
bases of the prisms are diametrically opposed, 
the unit has no prism value and the indicator 
will then stand at zero. But when the bases 
of the prisms are at an angle with each other^ 
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prism value then exists and the base of the re- 
sultant prism equivalent will be located mid- 
way upon the arc of their approach. The 
position of base of the resultant prism equiva- 
lent would therefore always be at the 15 diop- 
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ter graduation of the scale and on that side of 
zero with which the prism indicator is in reg- 
ister. The more acute the angle between 
the bases of the prisms becomes, as they ap- 
proach each other through their inverse ro- 
tation when actuated by turning the milled 
head, the greater the power of the resultant 
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prism equivalent will be, as shown by the posi- 
tion of the movable indicator with respect to 
the radial prism dioptric scale engraved upon 
the face of the prism case. 

In order that the base of any obtainable 
prism equivalent may be accurately located in 
any angular position before the eye, the prism 
case has an index on either side at the 15 diop- 
ter line and is adjustably mounted in a fully 
graduated support. These indicators on the 
edge of the case co-acting with the annular de- 
gree scale on the mounting, give facility for the 
universal adaptability of the resultant prism 
base. With this construction it is evident 
that any prism equivalent varying in strength 
from zero to 15 prism diopters may be readily 
obtained and the base of such equivalent lo- 
cated on any desired meridian. 

The prisms function as follows: With 
zero graduation of the prism scale in horizon- 
tal position and the movable indicator set 
therewith, as shown in Fig. 4, a rotation of the 
indicator upward to 4 upon the scale would 
give the equivalent of a 4 diopter prism with 
base up, while a rotation from zero downward 
to 4, would give the equivalent of a 4 diopter 
prism with base down. With zero gradua- 
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tion vertical and indicator set therewith, as 
shown in Fig. 5, a rotation of the indicator 
outward to 8 upon the scale would give the 
equivalent of an 8 diopter prism with base 
out, while a similar rotation inward from zero, 



Double Rotary Priami. Zero Graduations Vertical. 
FU. S. 

would give the equivalent of an 8 diopter 
prism with base in. Hence, a rotation of the 
indicator up or down, when the zero gradua- 
tion is in a horizontal position, would give 
the indicated prism equivalent with base 
located up or down respectively. Similarly, 
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when the zero graduation of the prism scale 
is vertical, a rotation of the indicator in or 
out from zero, would give the indicated prism 
equivalent with base in or out respectively. 

The range of the double rotary prism units 
of the phoroptor is purposely limited to a 
maximum of 15 prism diopters in order that a 
more open and readable scale may be had and 
in consequence, a higher degree of accuracy 
obtained than would otherwise be possible 
from the closely graduated scale of prism 
units having a higher maximum range. This 
open scale is of especial value where measure- 
ments of low degree are required as in making 
the tests of the vertical muscles. 

When prism power greater than 15 diopters 
is required, as in applying the adduction test, 
a supplementary fixed prism of 15 diopters 
may be placed in operative position, base out^ 
in conjunction with the double rotary prism 
unit. This will extend the prism range of the 
Phoroptor to a maximum of 30 diopters when 
base is out. This supplementary 15 diopter 
fixed prism is carried in one of the shields and 
is so mounted that its base is always out when 
it is in operative position before the sight 
opening. 
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As the component parts of a double rotary 
or mobile prism unit require intricate assembly 
and as they are maintained in functional re- 
lationship by a nicelv fitted friction ring or re- 
tainer, and furthermore, as the prisms are im- 
movably secured within their respective 
mountings, the taking down and reassembling 
of one of these complete units would be found 
exceedingly diflScult by one not skilled in the 
art. Even should the unit be taken down 
successfully for the purpose of cleaning the in- 
ner surfaces of the prisms, the replacement of 
the geared prism cells in their proper relation- 
ship with each other so the prisms would func- 
tion properly in producing accurate prism 
equivalents, would likewise be found difficult. 

All polished glass surfaces will become 
cloudy in time and it is therefore important to 
occasionally clean the inner as well as the out- 
er surfaces of the prisms contained in these 
mobile units. In order to reach the inner sur- 
faces of the prisms conveniently in the double 
rotary prism units of the Phoroptor, they com- 
prise a two-part prism cell in one of the mount- 
ings in each prism unit which permits the re- 
moval of one of the prisms by raising the two 
retaining screws and taking out the prism fixed 
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in its cell. The screws are placed out of 
alignment, thereby preventing the improper 
return of the prism to the unit. This novel 
feature in construction constitutes quite an 
important advance, as the heretofore only in- 
accessible parts of these prism units may now 
be easily reached and the prisms cleaned with- 
out danger of disturbing the assembly or im- 
pairing the accuracy of their optical perform- 
ance. 
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CHAPTER VII 

The Fixed Prisms 

TN order to extend the range of the double 
^ rotary or mobile prism units of the Phor- 
optor when prism value base out is employed, 
as explained in chapter 6, a supplementary 
fixed prism of 15 diopters value is carried in 
one of the shields of the spherical lens attach- 
ment on either side of the instrument. These 
prisms are so mounted that when placed in 
operative position before the sight openings 
their bases are always out, that being the only 
position of prism base wherein the 15 diopter 
range of the double rotary prism unit of 
the Phoroptor might be found inadequate. 
These supplementary prisms when used m 
conjunction with the double rotary prism 
units, will therefore extend their range when 
base is out, to 30 prism diopters. It is quite 
evident that the use of these fixed prisms 
would be confined entirely to the testing of 
the internal recti muscles, wherein a range of 
more than 15 diopters of prism value with 
base out is often required. 
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These spherical lens shields also carry 
other fixed prisms; a pair of 6 diopters and 
another pair of 10 diopters strength, both 
pair being used as displacing prisms when 
making the monocular muscle tests. See 
Fig. 1 1 in chapter 9. 

All of these prisms are mounted in fixed 
positions within the shields or carriers and 
consequently when placed in position for use 
before the sight openings, their bases are al- 
ways in a pre-determined or fixed position. 
The bases of the 15 diopter supplementary 
prisms are always out or toward the temporal 
side, the bases of the 6 diopter displacing 
prisms are always up and the bases of the 10 
diopter displacing prisms are always in or to- 
wards the nasal side. The functions of these 
fixed prisms are fully set forth in the following 
chapters on muscle testing. 
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CHAPTER VIII 

The Cylindrical Lens Units 

T^HE cylindrical lens units of the Phorop- 
tor carry minus cylinders only, the 
cylinders in each unit being contained in two 
small and conveniently operated dials located 
on either side of the instrument. The for- 



ward dial of each unit carries a minus .25, .50, 
.75, and 1.00 diopter cylinder, also an open 
sight hole, as shown in Fig. 6. The second or 
rear dial of each unit carries a minus 1.25, 2.50, 
3.75, and 0.12 diopter cylinder in addition to 
an open sight hole, as shown in Fig. 7. This 
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arrangement places the strongest lenses near- 
est to the eye under test and the weakest and 
most frequently used lenses nearest to the 
operator. 

By usmg the lenses in the two dials either 
smgly or in combination, any minus cylindri- 
cal lens value ranging from to 1.25 in sub- 
divisions of eighths and from to 4.75 inclu- 
sive in quarters may be obtained on either 
side of the instrument, thus providing a 
range of cylindrical lens values sufficient to 
meet practically every requirement. 

All the cylindrical lenses are accurately 
mounted with their axes radial, which arrange- 
ment insures exactly the same position of 
axis for each lens when it is placed in operative 
position before the sight opening. To pro- 
vide for accurate positioning of each lens be- 
fore the sight opening and to insure a smooth 
rotation of Ibhe dials in which they are mounted, 
stop springs of precise construction with in- 
ternal locking ix^embers are employed. 

The setting of the axis of any of the cylin- 
ders at the desired position before the eye is ac- 
complished by swinging the entire unit about 
the sight opening as a pivotal point, an index 
on the unit registering with a degree scale im- 
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pressed upon the supporting mechanism. A 
handle is attached to each unit by which it 
may be easily adjusted to give the cylinder 
lens axis required (Fig. 8). A smoothly work- 
ing friction attachment holds the unit at any 



desired position of axis setting while the dials 
carrying the lenses are rotated to obtain the 
desired cylindrical lens value. The handle 
used for swinging the unit about the sight 
opening for changing the axis, forms a con- 
venient rest for the hand while the dials are 
being rotated with the fingers. This con- 
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struction permits of easy and rapid changes 
in either cylinder value or cylinder axis, with 
but slight movement of the fingers or arm of 
the operator. 

As already stated, only negative cylindrical 
lenses are included in the make-up of the 
Phoroptor and while they supply every facil- 
ity for the measurement of astigmatism, they 
also contribute greatly to the simplicity of 
operation and compactness of the instrument. 
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CHAPTER IX 

The Spherical Lens Units 

n^HE spherical lens units of the Phoroptor 
^ each consist of two complete dials of 
lenses with seven lenses and an open sight hole 
in each dial and of auxiliary or supplemental 
lenses mounted in a front and a back shield. 
The first dial on either side carries a plus 0.25, 
0.50, 0.75, 1.00, 1.25, 1.50 and 1.75 diopter 
sphere and has an open sight hole, as shown in 
Fig. 9. The second dial on either side carries 
a plus 2.00, 4.00, 6.00 and a minus 2.00, 4.00, 
6.00 and 8.00 diopter sphere and has an open 
sight hole, as shown in Fig. 10. The second 
dial being mounted to the rear, places all of the 
lenses of higher power nearest to the observer, 
which arrangement guards against any errors 
which otherwise might arise because of undue 
separation of these strong lenses from the 
eyes under test. 

The spherical lens units carry no minus 
spheres of low power but by a simple procedure 
they may be readily obtained. Through 
this arrangement the instrument is not en- 
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cumbered with an extra and unnecessary com- 
plement of these low power lenses. To ob- 
tain the minus spherical lens values of less 
than 2.00 diopters, it is only necessary to place 
in operative position before the sight opening, a 
minus 2.00 diopter sphere together with the re- 



quired plus spheres of such lower power as will 
give the desired negative equivalents. For 
example, should both the front and the back 
dials be rotated upward one position from 
zero, the minus 2.00 in the back dial and the 
plus 1.75 in the front dial would give the 
equivalent of minus 0.25. By a further back- 
ward rotation of the first dial only, the plus 
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1.50, 1.25, 1.00 etc. would be placed consecu- 
tively in operative position with the minus 
2.00 of the back dial and in consequence, the 
resultant negative equivalents would be cor- 
respondingly increased in power. In this 
manner the minus spherical equivalents rang- 
ing from .25 up to 1.75 diopters may be readily 
obtained in quarters. To obtain negative 
spherical equivalents between 2.00 and 4.00 in 
quarters consecutively, the minus 4.00 in the 
back dial is next placed in operative position 
and the front dial carrying the low power plus 
spheres is again rotated backwards from 1.75 
to zero, the same as in the first instance. 
This procedure will carry the range upwards 
to 4.00, while the employment of the minus 
6.00, minus 8.00 and minus 10.00 auxiliary 
spheres consecutively or together in this way, 
will extend the minus range of the instrument 
to 18.00 inclusive, in subdivisions of quarters. 
One of the shields of each unit carries a plus 
0.12 diopter sphere, which may be placed in 
operative position in combination with any of 
the other spherical lenses, thus making it 
possible to obtain one-eighth diopter sub- 
divisions throughout the entire range of both 
the plus and the minus spheres. See Fig. 11. 
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Each back shield facing the patient carries a 
plus 8 diopter sphere which may be used to 
supplement the plus lenses in the forward dials 
thereby extending the range of the plus spheres 
to 15.75 inclusive. These same shields also 
carry the minus 10 diopter sphere previously 
referred to. See Fig. 12. 



Back Shield. 



A shield on either side has a blank space 
which may be used as a blinder for excluding 
either eye from the test and in addition, a red 
glass color filter, the use of which is described 
in the chapters dealing with the muscle tests. 
. The spherical lens dials are constructed with 
knurled edges to facilitate rotation. The 
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front and back shields are rotated by grasping 
the small cones which project from their faces 
near the outer periphery. Both the dials and 
the shields are provided with three point posi- 
tive spring stops which insure correct inter- 
alignment of the dials and positive positioning 
of the lenses before the sight openings. 

The Near Point Attachment 



The near point card holder is detachably 
connected with the Phoroptor and consists of 
a square tube with a sliding support for hold- 
ing the test card. The tube is graduated and 
the fingers which grasp the card are pivotly 
mounted on the slide. The test card may 
therefore be moved back and forth or reversed ; 
one side having the acuity and the other the 
muscle test. 
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CHAPTER X 

Application of the Phoroptor 

OEAT the observer comfortably in direct 
^^ alignment with the distance test types 
and adjust the Phoroptor by means of the long 
P. D. screw, so the space between the centers 
of the sight openings will conform with the 
interpupillary measurements of the observer, 
also make sure the spirit level indicates hori- 
zontal balance. Note that the head is in the 
primary position and the eyes well within the 
eye cups before beginning the examination. 
Remove the Maddox rods and the double ro- 
tary prism imits from operative position by 
swinging them outwardly and then down out 
of the way, as they will not be required when 
testing the refraction. 

Employ the customary letter test types, 
which, together with the astigmatic chart, 
should be well illuminated. In the writer's 
opinion the best form of astigmatic chart is 
one having three normal radiating lines to 
each 15 degree subdivision of the circle, with 
large degree numbers at the end of each. The 
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large numbers enable the observer to locate 
the lines which appear to be the clearest when 
aU are quite indistinct. Wallace 's astigmatic 
chart is ideal in that it meets these require- 
ments exactly and concerning which mention 
is made in chapter XI. Astigmatic test 
charts should always be in direct projection of 
the normal visual line. If either one of the 
two test charts must be located out of direct 
alignment; let it be by all means the letter 
chart, since an angular view of the astigmatic 
chart must of necessity favor the line or lines 
lying most nearly in the direction of the incli- 
nation. 

Chapters 8 and 9, which deal with the 
cylindrical and the spherical lens units re- 
spectively, contain detailed descriptions of the 
lenses contained therein and of the procedure 
necessary to obtain any required cylindrical 
or spherical powers or combinations of the two. 

When testing or exercising the muscles, em- 
ploy the dark room lantern or some other suit- 
able luminous spot of light as the test object. 
It should be located 5 or 6 meters distant and 
in direct vertical and horizontal alignment 
with the Phoroptor. Should the position of 
the phoroptor be altered to any appreciable 
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extent to meet the requirements of different 
observers, the position of the test object 
should then be adjusted accordingly, for the 
accuracy of a muscle test depends largely upon 
the maintenance of a correct relationship be- 



■rk Room Lanlei 
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tween the test object and the instrument em- 
ployed in making the tests. 



Dark Room Lantern. 



The dark room lantern devised by the 
writer for use with the Phoroptor when testing 
or exercising the muscles, (Fig. 13) contains 
Ziegler's Greek cross, Thorington's iris dia- 
phragm and a white translucent disc mounted 
on an asbestos tube having ventilated end 
caps. A round, fully frosted 25 watt tungsten 
lamp is mounted within the tube and when the 
diaphragm is adjusted to an opening of 10 m/m 
or less, only a round ispot of tempered white 
light is visible, the size of the spot being indi- 
cated by the reading shown on the graduated 
scale of the lantern. When the diaphragm is 
opened to its full extent the Greek cross only 
is seen. 

The lantern is adjustably mounted on a 
light floor stand; is portable and has cord con- 
ductors with socket tap for making electrical 
connection. 
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CHAPTER XI 

The Objective Method 

A S an objective examination of the refrac- 
^^^ tion by means of retinoscopy will usually 
give definite information as to the character 
and approximate amount of any errors which 
may be present in the eye, and as the method, 
because of its value, has increased greatly in 
popularity during the last decade, the follow- 
ing suggestions for applying this test by means 
of the Phoroptor in conjunction with the re- 
tinoscope may be found serviceable to those 
who use the Phoroptor routinely in their gen- 
eral refraction work. 

Adjust the Phoroptor to the required inter- 
pupillary measurement and to horizontal bal- 
ance and see that the observer 's eyes are with- 
in the eye cups. Take up a working position 
directly in front and at any desired or custom- 
ary distance from the instrument. A 26 inch 
working distance (the equivalent of two- 
thirds of a meter), is preferred by many because 
of the convenience in reaching the instrument 
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for changes in lens powers without having to 
leave the working position. 

Employ preferably a plain mirror retino- 
scope, the electric instrument being the more 
convenient because of its self-contained 
features. Direct the observer's attention to 
a distant object closely aligned with the head 
of the operator and project the light into the 
opening on the side of the Phoroptor corre- 
sponding to the eye to be examined. Should 
the fundus reflex move with the rotation of the 
mirror, begin the test by placing routinely be- 
fore the eye gradually ascending lens value in 
the plus denomination and continue until re- 
versal of the light movement in the pupil is ob- 
served in all meridians. Should the reflex 
move against the mirror, begin the test with 
minus lens value and increase it until reversal 
is likewise obtained in all meridians. 

Should any single spherical lens value bring 
about reversal in all meridians, no astigmatism 
would be indicated, but should more than one 
spherical lens value be required to bring about 
reversal in the two chief or opposite meridians 
astigmatism would be indicated, and in an 
amount equal to the difference between the 
lens values employed. The refractive error 
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and the lens for its correction, can be deter- 
mined only after deducting a plus spherical 
value of one and a half diopters to compensate 
for the working distance of 26 inches, or simi- 
larly a one diopter plus sphere for a working 
distance of 40 inches, or one meter. 

For example, should a plus 2.00 diopter 
sphere reverse the movement of the reflex in 
the vertical meridian, and a plus 3.00 diopter 
sphere reverse it in the horizontal meridian, 
when working at 26 inches, the correction after 
deducting plus 1.50 would be a plus .50 sphere 

combined with a plus 1.00 cylinder with axis at 
90°. 

Again, should a plus 1.00 diopter sphere be 
required to bring about reversal in the verti- 
cal meridian and a plus 2.00 diopter in the 
horizontal meridian, the correction after de- 
ducting plus 1.50 for a 26 inch working dis- 
tance, would be a minus .50 sphere combined 
with a plus 1.00 cylinder with axis at 90°. 

Again, should a minus 1.00 diopter sphere 
be required to bring about reversal in the ver- 
tical meridian and a plus 2.00 diopter sphere 
in the horizontal meridian, the correction, 
after deducting plus 1.50 for the 26 inch work- 
ing distance, would read -2.50 + 3. axis 90°. 
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Should the required sphere or spheres be of 
minus character, then in that instance the 
final correction would be found by adding a 
minus spherical lens of dioptric power equiva- 
lent to the working distance, which is in effect 
the same as subtracting a plus sphere of the 
same value in determining the final correction. 

Should the employment of cylindrical lenses 
be preferred to spheres in the measurement of 
astigmatism by retinoscopy when employing 
the Phoroptor, they may be readily obtained 
through a rotation of the small dials of the 
cylindrical lens units and placed with axis in 
any desired meridian through a partial rota- 
tion of the units about the sight openings. 
The power of the cylinders may be readily 
changed without changing the axis, or vice 
versa. The manipulation of both the cylin- 
drical and spherical lens units are fully set forth 
in chapters 8 and 9 respectively, the range of 
the cylinders being from to 1.25 in one- 
eighth diopters and from to 4.75 in one- 
quarter diopters, all being minus in character. 
The range of the spherical lenses is from zero 
to 15.75 in the plus and to 18.00 in the minus, 
with subdivisions of eighths throughout the 
entire range of each. 
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The dynamic method of skioscopy may be 
employed if preferred when using the Phorop- 
tor by adding fixation letters to the retino- 
scope. For detailed information on retinos- 
copy the reader is referred to the different 
text books on the subject. 

While the addition of an extra or compen- 
sating lens to objective refracting equipment 
may, if employed correctly, facilitate the mak- 
ing of the final calculation, nevertheless the 
exact focal length of such a lens is rarely main- 
tained as a constant working distance and in 
addition, it materially reduces the luminosity 
of the reflex through both reflection and ab- 
sorption of the light in its transit both ways 
through such a lens. The employment of a 
compensating lens is especially disadvantage- 
ous in cases where the pupil is small or the eye- 
ground darkly pigmented, as the reflex from 
such eyes is always faint even imder the most 
favorable conditions of illumination . It is for 
these reasons that the use of a compensating 
lens has faUen into general disfavor and in 
consequence has been omitted from the 
Phoroptor. 
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CHAPTER XII 

The Subjective Method 

OEAT the observer comfortably in direct 
^ alignment with the distant test charts 
and place the Phoroptor in operative position 
with the observer's eyes comfortably within 
the eye cups after the instrument has been ad- 
justed to the required interpupillary measure- 
ments and to horizontal balance; theP.D. scale 
and spirit level indicating the correctness of 
these adjustments. 

If the right eye is to be tested first place the 
blinder carried by the shield on the opposite 
side of the instrument in position to exclude 
the left eye from the test. 

If an objective test of the refraction has pre- 
viously been made, place the findings in posi- 
tion and proceed to make any changes which 
may be found necessary in the sphere, the 
cylinder or the cylinder axis setting. 

If no previous test has been made, the 
spheres and cylinders in the Phoroptor should 
be employed in the customary manner of using 
plus and minus spheres with minus cylinders 
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from the test case, and should the fogging 
system be employed, the minus cylinders will 
be found of paramount value in this method 
of testing the refraction. 

To apply the fogging system, place as usual 
before the eye a spherical lens of such strength 



as will blur all of the radiating lines in the as- 
tigmatic chart and should a plus 2.00, plus 
4.00, or a plus 6.00 sphere be required, it may 
be obtained by rotating the second dial, (Fig. 
14), downward one, two or three points re- 
spectively from zero. Should a plus 8.00 
diopter sphere be required, it will be found in 
the rear shield of the spherical lens unit. To 
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reduce plus lens value for instance from 5.75 
to 4.00 in steps of one-quarter diopter, the 
plus 1.75 sphere carried in the end of the lens 
train in the front dial, (Fig. 15), should be 
placed in operative position in conjunction 
with the plus 4.00 of the second dial, (Fig. 14) 
whereupon plus 5.75 spherical value will be ob- 
tained. By a backward rotation of the front dial 
from plus 1.75 to zero, the total plus power of 
5.75 would be reduced in one-quarter diopter 
steps to plus 4.00. Four diopters would likewise 
be reduced to plus 2.00 in quarter diopter 
steps by substituting plus 2.00 for plus 4.00 
in the same dial and repeating the operation 
of backing up the front dial from 1.75 to zero 
again. 

Should a plus 2.50 sphere shade all of the 
astigmatic lines uniformly in the chart, and a 
reduction of .50 bring them all into normal re- 
lief, there would be no astigmatism and the 
correcting lens would be plus 2.00 if it likewise 
gave best obtainable vision on the letter test. 

Should a plus 4.00 sphere blur all of the as- 
tigmatic lines in the chart and a reduction of 
same to plus 3.50 bring the vertical lines into 
almost normal relief with the horizontal lines 
still indistinct, astigmatism would be indicated 
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and a minus cylinder with axis approximately 
horizontal would be required to equalize the 
appearance of the astigmatic dial. In such 
an instance the axis indicator should be set at 
approximately 0° or 180° (Fig. 16) and begin- 



ning with the low power cylinders contained in 
the front dial of the cylinder unit (Fig. 17) 
they should be applied in steadily ascending 
value until all the lines in the chart were equal- 
ized. Should cylinders of higher power than 
one diopter be required, they could be obtained 
by employing the second dial, (Fig. 18). A 
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sli^t reduction then made in the power of the 
sphere should bring all the radiating lines 
simultaneously into uniform intensity, if the 
axis of the cylinder was correct. The correc- 
tion in such an instance would be written as a 
plus-minus combination of sphere and cylinder. 
Should a plus 3.00 sphere and a minus 1.00 
cylinder axis ISC be required, the correction 



might be so written, or transposed to read plus 
2.00 sphere, plus 1.00 cylinder axis 90°. By 
stopping one-quarter of a diopter short of 
that spherical lens which would definitely 
clear the first lines to appear in the astigmatic 
chart as the original fogging lens is being re- 
duced in power, any overcorrection of the as- 
tigmatism through the use of too strong a 
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minus cylinder at opposite axis, would be 
recognizable. Should the correcting minus 
cylinder be too strong, the originally blurred 
lines in that instance would then appear clear- 
er than those in the opposite meridian, while 
an undercorrection would leave the Unes which 



first made their appearance still the most dis- 
tinct. When all of the radiating lines are un- 
iform in appearance while still slightly fogged 
to the extent of about one-quarter of a diopter, 
an exact astigmatic correction is assured, 
which would not be the case were the accom- 
modation to become active through too great 
a reduction in the original fo^ng lens before 
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the astigmatic correction was attempted. 
There is undoubted advantage to be derived 
through the use of minus cylinders in connection 
with the fogging method of eye testing if the 
spheres are employed as suggested. 

While the plus spheres range from 0.25 to 
15.75 and are obtainable in quarters as already 
described, they may be subdivided into 
eighths by placing the plus 0.12 diopter sphere 
in position through a partial rotation of the 
shield carrying this lens. See Fig. 19. 

The minus spherical equivalents may like- 
wise be obtained in eighths and quarters to 
18.00 but the subdivisions of quarters, halves 
and single diopters are derived through com- 
bining the minus 2.00, 4.00, 6.00 and 8.00 
spheres carried in the second dial (Fig. 14) and 
the minus 10.00 carried in the rear shield (Fig. 
20) with the plus spheres carried in the first 
dial of the spherical lens imit, (Fig. 15). 

To obtain a minus 0.25 sphere, the minus 
2.00 sphere in the second dial and the plus 
1.75 sphere in the first dial are placed simul- 
taneously in alignment at the sight opening. 
A consecutive increase in the minus is obtain- 
ed through a consecutive decrease in the plus 
and this is brought about by a backward rota- 
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tion of the first dial from 1.75 to zero, when the 
full effect of the minus 2.00 is obtained. The 
negative values from 2.25 to 4.00 are obtained 
by placing the minus 4.00 and the plus 1.75 in 
operative position simultaneously and then 
again rotating the front dial backwards to zero; 
and so on in like fashion until the full range of 
18.00 diopters is reached in subdivisions of 
quarters. 

As previously stated, all of the lenses con- 
tained in the cylindrical lens units are minus in 
character and are carried in two rotatable dials, 
the first dial containing minus 0.25, 0.50, 
0.75, 1.00 and an open sight hole, (Fig. 17). 
The second, or rear dial, contains minus 1.25, 
2.50, 3.75, 0.12 and an open sight hole, (Fig. 18) 
As will be seen, this arrangement gives every 
minus cylindrical equivalent from zero to 1.25 
in subdivisions of eighths, and in quarters to 
minus 4.75 inclusive. The exact axis read- 
ings are plainly visible when the cylinders are 
in any required position. The focal numbers 
of the lenses are likewise easily seen. 
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CHAPTER XIII 

The Coordination Test 

Employing the Double Rotary Prism Usits, the Maddox 
Multiple Rod Units and a Luminous Test Object 

TTAVING made a thorough test of the re- 
■'■ "*■ fraction and placed in position before 
each eye a well centered correction for any 



errors of same which may be present, attention 
should then be given to the relationship exist- 
ing between the visual axes of the two eyes, 
otherwise known as the coordination of the 
visual lines, since any tendency towards devia- 
tion of one, or of both of these lines from exact 
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intersection at the point of observation, or 
fixation, must be shown in the findings if the 
examination is to be exhaustive and the proper 
glasses are to be prescribed. The vision in 
each eye should not be less than three-fifths of 
normal in this test. 

In order to determine what the tendency of 
the visual lines may be with respect to the 



Fig. 22. 



Fig. 23. 



Fig. 24. 



point of fixation by means of the coordination 
test at either the far or the near point, a 
Maddox rod and point of light should be em- 
ployed in the following manner. 

To test the lateral tendency of the visual 
lines when fixing at distance, place a Maddox 
rod before either the right or the left eye with 
axis horizontal, (Fig. 21) and direct the observ- 
er's attention to a point of light two or three 
millimeters in diameter located in direct verti- 
cal and horizontal alignment with the Phorop- 
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tor five to six meters distant in the dark room. 
With the Maddox rod before the right eye, 
the vertical streak as seen by that eye will cut 
the point of light as seen by the left eye (Fig. 
22) if there is no manifest disturbance of later- 
al coordination. However, should the streak 
of light appear to the observer's right hand 
and the point of light to his left hand (Fig. 23) 
the visual lines would in that instance be cross- 
ing somewhere between the observer and the 
point of light, or point of fixation, and an in- 
ward turning of either the right or the left eye, 
or both, as the case might be, would be indi- 
cated. Such an inward turning of either one, 
or both eyes would denote an imbalance in one 
or both pair of the lateral recti, which imbal- 
ance would be termed esophoria. Should the 
positions of the streak and spot of light be re- 
versed, the streak appearing to the observer 's 
left hand and the spot to his right hand (Fig. 
24) the visual lines would in that instance be 
tending to cross beyond the point of light, or 
point of fixation and an outward turning of 
either the right or the left eye, or both, as the 
case might be, would be indicated. Such an 
outward turning would denote an imbalance in 
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either one, or in both pairs of the lateral recti, 
known as exophoria. 

The amount of any lateral deviation of the 
visual lines which might be uncovered in this 
way, could be determined by placing a double 
rotary prism unit in operative position with 
zero graduation vertical (Fig. 25) and then 



employing prism power with base out for 
esophoria or in for exophoria in such amount 
as might be required to cause the streak of 
light to cut the point of light. The double 
rotary prism unit on either side of the instru- 
ment may be employed in making these 
measurements but the one on the side with the 
Maddox rod is preferred, as it will then be in 
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front of the eye seeing the streak of light, or 
the false image. 

To tost the coordination of the visual lines 
vertically, the Maddox rod should be set with 
axis vertical (Fig. 26) and if placed before the 
right eye a horizontal streak of light should be 
seen by that eye and a distant point of light 
by the left eye. Should the streak cut the 



I. AkU Vertical, 



point (Fig. 27) there would be no manifest dis- 
turbance of vertical coordination, but should 
the streak appear below the point (Fig. 28) the 
visual line of the right eye would then be tend- 
ing upward or above the true horizontal plane 
of the point of light, or else the visual line of the 
left eye would be tending downward below this 
plane and in either case an imbalance in one. 
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or in both pairs of the vertical recti would be 
indicated. Such an imbalance is customarily 
expressed as hyperphoria. However, should 
the streak of light appear above the point of 
light in this test (Fig. 29) the imbalance de- 



Fiff. 27. 

noted thereby is usually expressed as cata- 
phoria. The amount of manifest error in the 
coordination of the visual lines in the vertical 
plane may be determined by placing a double 
rotary prism unit in position preferably be- 



FUr. 28. FUr. 29. 

hind the Maddox rod, as before, but with its 
zero graduation horizontal (Fig. 30) and then 
employing prism power base down in hyper- 
phoria, or up in cataphoria, as may be re- 
quired to cause the streak of light to cut the 
point of light. These tests may likewise be 
made at the near point and when doing so the 
reading correction should be in place and the 
interpupillary adjustment of the instrument 
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reduced about 3 millimeters for an average 
p. d. A very small spot of light (about 1 m. 
m.), or a 2 m.m. black dot at the center of a 
plain square white card should be employed 
at the reading distance as the test object. 

This preliminary test of the fixation, other- 
wise known as the coordination test, has here- 



tofore been generally entitled the binocular 
muscle test but as no test of the motor muscles 
conducted binocularly in a case of imbalance 
could reveal the deviating eye or the faulty 
muscle or muscles involved, the title of binocu- 
lar muscle test seems both incorrect and mis- 
leading. The most that a test of the motor 
muscles made binocularly can disclose is the 
presence or absence of balance between the 
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two separate and distinct monocular muscular 
systems, as indicated by the tendency of the 
visual lines with respect to the point of fixation. 
While the coordination test made as described, 
will usually indicate the state of interbalance 
of the visual lines, by reason of a reduction in 
the desire for fusion, due to the minuteness 
and dissimilar character of the image as re- 
ceived by each eye, nevertheless it rarely if 
ever unmasks the full error because of the lo- 
cation within the fusion area of the images 
imprinted upon the two retinas. Having no 
practical value, the binocular muscle testing 
feature heretofore a part of practically every 
phorometer, has been omitted from the 
Phoroptor. 

In detiermining the causes of non-coordina- 
tion of the visual lines, monocular tests of the 
recti muscles should be made at both the far 
and the near points. Such tests are de- 
scribed in the following chapters. 
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CHAPTER XIV 

Monocular Tests of the Recti Muscles 

Emplo3ang the Fixed Displacing Prisms, the Double Rotary 
Prism Units, and a Luminous Test Object. 

TV/rONOCULAR tests of the recti muscles 
^^^ are made in a dark room with the aid of 
aluminous test object located five or six meters 
distant and in direct vertical and horizontal 
alignment with the Phoroptor when adjusted 
to operative position. 

One of the best test objects for this type of 
muscle testing is the Greek cross contained in 
the dark room lantern shown in Fig. 13. 

Should the observer be ametropic an ac- 
curate and well centered correction for the 
error should be in place while making these 
tests, and particularly so, should the error be 
hyperopic in character. The vision in each 
eye when corrected should equal or exceed 
three-fifths of normal for any muscle test. 

To test the lateral balance of the right eye, 
rotate into operative position before that eye 
the fixed six diopter displacing prism in the 
shield of the spherical lens imit (Fig. 19.) 
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This prism is so mounted that it will come into 
place at the sight opening with its base up and 
will accordingly displace the retinal image 
upward beyond the limit of the fusion field, 
thus producing insuperable vertical diplopia. 
Should the lower or false object then seen by 
the right eye lie directly beneath, or in the 
same vertical plane with the upper, or true 
object seen by the left eye (Fig. 31) there 

Fig. 31. Fig. 32. Fig. 33. 

would be no manifest lateral imbalance of the 
right eye. If, however, the lower object 
should appear to the right of the upper object 
(Fig. 32) right esophoria would be manifest, 
while if to the left, (Fig. 33) right exophoria 
would be manifest and in either instance the 
amount of the imbalance could be correctly 
measured by placing a double rotary prism 
unit in operative position before the eye under 
test with zero graduation vertical (Fig. 34) 
and rotating the indicator outward or inward 
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respectively from zero to that point on the 
prism scale wherein both objects would appear 
to lie in the same vertical plane and then tak- 
ing the reading accordingly. All required ro- 
tations of the indicator of the rotary prism 
unit outward from zero measure esophoria, 
while those inward from zero measure exo- 
phoria of the eye under test. 



The lateral balance of the left eye should be 
tested in like manner and in each instance 
when the tests have been completed the find- 
ings recorded for reference. 

To test the vertical balance of the right eye 
rotate into operative position before that eye 
the fixed ten diopter displacing prism also 
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carried by the shield of the spherical lens unit 
(Fig. 19). This prism is likewise mounted in 
such manner that it will come into position at 
the sight opening with base in and will there- 
fore displace the image on the retina inwardly 

Fiff. 35. 

beyond the fusion field and thereby produce 
insuperable horizontal diplopia. Should the 
right hand, or false object seen by the right 
eye, lie in the same horizontal plane with the 
left hand or true object seen by the left eye 



* 



Fig, 3t. Fig. 37. 

(Fig. 35) there would be no manifest vertical 
imbalance of the right eye. If, however, the 
object to the observer's right should lie below 
the horizontal plane of the object to the left 
(Fig. 36) right hyperphoria would be manifest, 
while if above (Fig. 37) right cataphoria 
would be manifest and in either instance the 
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amount of the imbalance could be correctly 
measured by placing a double rotary prism unit 
in operative position before the right eye with 
zero graduation horizontal (Fig. 38) and ro- 
tating the indicator downwards or upwards 
respectively, from zero to that point on the 
prism scale wherein both objects would appear 



to lie in the same horizontal plane and then 
taking the reading accordingly. 

All required rotations of the indicator of the 
rotary prism downward when zero is horizon- 
tal, measure hyperphoria, while those upward, 
measure cataphoria of the eye behind the 
prism, it being the one under test. 

The vertical balance of the left eye should 
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be tested in like manner and the findings in 
each instance recorded for reference. 

The red glass color filters contained in the 
Phoroptor may be employed advantageously 
in making any of these tests. By placing one 
of the filters before the eye imder test the 
false object seen by that eye is readily identi- 
fied because of its red appearance. 

In muscle testing as well as in muscle exer- 
cising no prisms should be placed before the 
fixing eye, although as previously stated, it 
should have a well centered correction for 
any refractive errors that might be present. 

If, upon the completion of a monocular 
muscle test, made in this way, at either the far 
or the near point, an imbalance should be 
shown to exist in one or in both eyes, the in- 
dependent contractile power of each muscle 
involved in the imbalance should be indi- 
vidually tested. This may be done by em- 
ploying the ^^Duction Tests of the Recti 
Muscles^' described in the next chapter. 
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CHAPTER XV 

Duction Tests of the Recti Muscles 

Employing the Double Rotary Prism Units and a Luminous 

Test Object. 

T^HE duction tests of the recti muscles are 
based on Savage's physiologic principle, 
which teaches that when a prism is placed be- 
fore the eye with base located accurately in, 
out, up or down, only that rectus muscle lying 
beneath the apex of the prism is stimulated to 
action, all the other recti muscles of the two eyes 
remaining passive in so far as the efifect of the 
prism is concerned. 

By utilizing this fundamental principle, as 
explained in the earlier chapters of this book, 
the independent contractile power, or range of 
disassociated action of each rectus muscle may 
be accurately measured and its value relatively 
compared, whereupon the origin of an imbal- 
ance may be determined. 

This muscle test, like the monocular test of 
the recti muscles, should be conducted in a 
dark room with the aid of a luminous test 
object, preferably the Greek cross, located 
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five or six meters distant and in direct vertical 
and horizontal alignment with the Phoroptor. 
An accurate and well centered correction for 
the observer's ametropia, if any, should be in 
place during these tests and the vision in each 
eye when corrected should not be less than 
three-fifths of normal if reliable data are to be 
obtained. 



Double Rotary Priim, Zero Graduatioo Vertical. 
FIc. N. 

To test the right adduction, or independent 
contractile power of the internal rectus muscle 
of the right eye, variable prism value with base 
out, or towards the temporal side, should be 
employed. A double rotary prism unit 
should therefore be placed before the right eye 
with zero graduation vertical (Fig. 39) and the 
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indicator rotated slowly outward from zero 
until the object is caused to double in appear- 
ance in the horizontal plane, at which point a 
reading from the prism scale should be taken. 
Since the range of the double rotary prism 
imits of the Phoroptor is but 15 prism diopters 
and as the adduction requirements are usually 
in excess of that figure, it doubtless will be 
necessary to place in operative position the 
supplementary 15 diopter fixed prism located 
in the shield of the spherical lens unit. This 
prism is so moimted that its base is always out 
when in operative position at the sight open- 
ing and when used in conjunction with the 
double rotary prism imit, a continuous range of 
from zero to 30 prism diopters base out is 
available, with the added advantage of open 
scale readings for the full prism range. 

The adduction test should be repeated 
several times in order to obtain the highest 
prism value with base out which can be ac- 
cepted without diplopia, or double vision. 
The prism value thus obtained will indicate 
the right adduction and should be so recorded. 

To determine the right abduction, or inde- 
pendent contractile power of the external rec- 
tus muscle of the right eye, variable prism 
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value with base in, or towards the nasal side, 
should be employed. The double rotary 
prism unit should therefore remain in the same 
relative position as before, with zero gradua- 
tion vertical, but the indicator in this instance 
should be rotated in the opposite direction, 
or inward from zero. This inward rotation 
of the indicator should be continued until the 
object appears to double in the horizontal 
meridian as before, when a reading from the 
prism scale should be taken. Like the former, 
this test should be repeated several times or 
until the highest prism value with base in 
which can be accepted without diplopia is 
obtained. This will indicate the right ab- 
duction and should be so recorded. 

The 15 diopter supplementary prisms are 
for use in the adduction test only. 

The adduction and abduction are rated 
normally at about 3 to 1 or 24 to 8 prism 
diopters respectively. This however may 
vary consider'ably in different instances but 
the three-to-one rule usually applies. 

To test the right superduction, or independ- 
ent contractile power of the superior rectus 
muscle of the right eye, variable prism value 
with base down should be employed. The 
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double rotary prism unit should therefor^ be 
placed before this eye with zero graduation 
horizontal (Fig. 40) and the prism indicator 
rotated slowly downward from zero until the 
object appears to double in the vertical plane. 
The highest prism value with base down which 
can be accepted without diplopia will indicate 



the right superduction and when found should 
be so recorded. This will usually equal 2 or 
3 prism diopters but may fall as low as zero, 
or run as high as 4 or 5 in some instances. 
This test should be repeated several times 
before the result obtained is accepted as final. 
Care should be exercised when making this 
test as it is most sensitive, due to the limited 
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range of independent action of the vertical 
muscles. 

To determine the right subduction, or inde- 
pendent contractile power of the inferior rec- 
tus muscle of the right eye, variable prism 
value with base up should be employed. The 
double rotary prism unit should therefore re- 
main in the same relative position as before, 
with zero graduation horizontal, but the indi- 
cator in this instance should be rotated slowly 
in the reverse direction, or upwards from zero 
until the object appears to double in the verti- 
cal plane. The highest prism value with 
base up which can be accepted without diplopia 
will indicate the right subduction and should 
be so recorded. This, like the former, will 
usually equal two or three prism diopters but 
may also fall as low as zero or rim as high as 
4 or 5 in some instances. This test also 
should be repeated several times, as it is like- 
wise sensitive and must be carefully conducted 
if an accurate estimate of the subduction is to 
be obtained. 

When the tests of the four recti muscles of 
the right eye have been completed in the 
manner described, similar tests should be 
made of each of the four recti muscles of the 
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leit eye and the results of the tests accurately 
recorded. 

After testing each rectus muscle of each eye 
separately in this manner, a comparison of the 
results obtained should indicate the relative 
tendency of the visual axes and in the event 
of an imbalance, which muscle or muscles of 
either eye, or both eyes, as the case may be, 
are lacking in tone. Muscle exercise, prism 
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lenses or operative procedure may then be 
prescribed with definite knowledge of the re- 
quirements in practically every instance. 

Fig. 41 illustrates a case of perfect muscular 
balance, otherwise known as Orthophoria. 

To illustrate the application of this test, 
take for example a case of lateral imbalance 
showing the following muscle findings ex- 
pressed in prism dioptric values. Right ad- 
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duction of 24 with an abduction of 8 (Fig. 42) 
left adduction of 18 with an abduction of 8 
(Fig. 43). A comparison of these figures will 
indicate a left exophoria arising from a mani- 
festly weak left internus. 

Likewise in cases of esophoria, hyperphoria 
or cataphoria, definite muscle measurements 
made independently in this manner will 
usually indicate which muscle or muscles, as 
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the case may be, are relatively too strong or 
too weak and consequently which of the recti 
are involved in the imbalance. 
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Oblique Monocular Imbalances and the 

Universal Double Rotary 

Prism Units 

Oblique monocular imbalances often mani- 
festing false cyelophoria, being more readily 
measured and corrected by the use of a single 



prism with base located obliquely than by the 
employment of two separate prisms for the 
same eye with bases placed 90 degrees apart, 
the universal double rotary prisms with their 
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adaptability of base to any meridian are 
most effective in cases of this sort. 

The universal prisms also provide ideal 
means for the simultaneous exercise of either 
of the lateral with either of the vertical muscles 
of the same eye in a most exact manner. This, 
as previously explained, is owing to the im- 
proved manner in which these double rotary 
prism units are mounted, the fully graduated 
support and rotatable prism case with indica- 
tors supplying exact means for locating the 
base of any derived prism value in any angular 
position before the eye. See '^ Exercise of 
Two Recti Together," Chapter 18. 
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CHAPTER XVI 

Monocular Test of the Oblique Muscles 

Employing the Maddox Multiple Rod Units, the Fixed 

Displacing Prisms of 6 Diopters and a Luminous 

Test Object. 

TMBALANCES of the oblique muscles, 
■*■ giving rise to cyclophoria, are detected 
by the combined use of two Maddox multiple 
rods and a six diopter fixed displacing prism 
in the following manner. 



Darken the room and direct the observer's 
attention to a spot of light two or three milli- 
meters in diameter, located five or six meters 
distant and in the same vertical and horizontal 
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planes with the Phoroptor. An accurate and 
well centered correction for the observer's 
ametropia, if any, should be in position when 
making these tests and the vision in each eye 
when corrected should not be less than three- 
fifths of normal. 



Fig. 4C 

Place in operative position before the right 
eye, the six diopter displacing prism, which, 
owing to its setting, will come into place base 
up, (Fig. 19.) Next place both Maddox rods 
in operative position with the axis of each set 
vertical (Fig. 45.) The observer should then 



Fi|r. 47. Fi|r. 48. 

see two separate and distinct streaks of light 
each lying in an approximately horizontal 
plane, the streak seen by the right eye appear- 
ing to lie below the one seen by the left eye. 
Should the upper streak lie in the horizontal 
plane and the lower streak be parallel with it 
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(Fig. 46) there would be no manifest cyclo- 
phoria of the right eye. However, should the 
upper streak seen by the left eye remain hori- 
zontal and the lower streak seen by the right 
eye appear to lie at an angle therewith, there 
would be cyclophoria of the right eye and 
should the lower streak dip to the observer's 
left hand (Fig. 47) right plus cyclopho- 
ria would be manifest, whereas right minus 



Fiir. 4f . Fiir. Sf. 

cyclophoria would be manifest should it dip to 
the observer's right hand (Fig. 48.) 

With the six diopter displacing prism re- 
moved from before the right eye and the one 
on the other side of the instrument placed in 
position before the observer's left eye, base up, 
the streak seen by the left eye would then ap- 
pear to lie below the one seen by the right eye 
and should the upper streak be horizontal and 
the lower one parallel with it (Fig. 46) there 
would be no manifest cyclophoria of the left 
eye. If, however, the upper streak should re- 
main horizontal and the lower streak should 
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appear at an angle with it, the left eye would 
be cyclophoric ; left plus cyclophoria being 
manifest should the lower streak dip to the ob- 
server 's right hand (Fig. 49) or left minus cy- 
clophoria, should it dip to the observer's left 
hand (Fig. 50). 

The character of the cyclophoria may be 
readily determined and the amount measured 
by means of the indicators and graduated 
scales with which the Maddox rods are pro- 
vided. This is accompUshed by rotating the 
respective rod to that position which will 
cause the tilting streak of light to appear hori- 
zontal, whereupon the position of the indicator 
with respect to the temporal or the nasal quad- 
rants of the scale, as the case may be, will 
characterize the cyclophoria as plus or minus 
and signify the amount present in degrees of 
arc. 

The red glass color filters contained in the 
Phoroptor may be employed advantageously 
in making any of these tests. By placing one 
of the filters before the eye under test, the 
false object seen by that eye is readily dis- 
tinguished from the true object seen by the 
fixing eye, because of its red appearance. 

These tests are particularly importaiQt in 
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instances where the observer requires a high 
astigmatic correction with cylinder axis lying 
in an oblique meridian. See '' Ophthalmic 
Neuro-Myology " by Savage. 
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CHAPTER XVII 

Duction Tests of the Oblique Muscles 

Employii^ the Maddox Multiple Rods and & 10 M/M 
tununous Test Object. 

T^HE range of independent action of the 
"*■ oblique muscles may be measured in a 
dark room by means of a test known as the 
cycloduction test. 



To make this test, place a Maddox multiple 
white rod in operative position before each eye 
with the axis of each rod horizontal (Fig. 51) 
and employ a luminous test object about 10 
m/m. in diameter, located five or six meters 
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distant in the dark room and in direct vertical 
and horizontal alignment with the Phoroptor. 

Should the observer be either ametropic or 
heterophoric, or both, a suitable correction for 
same should be in place, for any action by the 
recti is undesirable during the making of these 
tests. The vision when corrected should not 
be less than three-fifths of normal for each eye. 

The observer should see but one broad verti- 





¥ig, 52. Fig, 53. Fig, 54. 

cal band of light (Fig. 52) and to measure the 
duction range of the superior oblique of the 
right eye, the rod on the corresponding side of 
the instnunent should be rotated slowly and 
steadily downward at its nasal end until the 
band of light begins to break or assumes the 
appearance somewhat of the letter X (Fig. 53) 
whereupon the position of the indicator with 
respect to the inner scale will denote the de- 
gree of right minus cycloduction. 
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Upon returning the rod to its former posi- 
tion for a moment, with axis horizontal and in- 
dicator at zero, it may be rotated downward 
at the temporal end until the vertical band of 
light breaks in the opposite direction (Fig. 54) 
whereupon the position of the indicator with 
respect to the outer scale will denote the duc- 
tion range of the right inferior oblique, or the 
degree of right plus cycloduction. 

The plus and the minus cycloduction of the 
left eye may be taken in like manner. The 
results obtained in each instance should be re- 
corded for comparison. The duction range of 
the oblique muscles when taken in this way, 
will average between 5 and 15 degrees of arc 
although it may fall as low as 2 or 3 in some 
eyes and rise as high as 25 in others. 

The Maddox rods employed in these tests 
should be white, otherwise the full fusion 
effort of the oblique muscles will not be ob- 
tained and in consequence no reliable data 
gathered. 

Heterophoria of whatever type may be 
profitably investigated by making a thorough 
duction test of each extrinsic muscle separately 
for the origin of an imbalance can usually be 
determined through a relative comparison of 
the individual muscle values. 
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CHAPTER XVIII 

Exercise of the Recti Muscles 

Employing the Double Rotary Prism Units and a Large 

Luminous Test Object. 

T^HE recti muscles may be exercised eflfec- 
-^ lively for the correction of an imbalance 
through the employment of the double rotary 
prism units in the f oUowing manner. 

Should a duction test of the recti muscles 
made in a case of Exophoria show for example, 
a right adduction of 24 prism diopters with an 
abduction of 8, and a left adduction of 18 with 
an abduction of 8 (Figs. 55 and 56) the imbal- 
ance would be manifestly attributable to the 
inherent weakness of the left intemus. 

To exercise this weak left internal rectus 
muscle independently, a double rotary prism 
unit should be placed before the left eye only, 
with zero graduation vertical (Fig. 57) and the 
attention of the observer directed with both 
eyes to a large luminous test object — ^prefer- 
ably the Greek cross — ^located 5 or 6 meters 
distant in the dark room. 

An alternately increasing and decreasing 
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prism value should then be applied with base 
opposite the muscle to be exercised. There- 
fore, in this instance, the prism pinion should 
be so turned as to cause a slow and steady ro- 
tation of the indicator outward from zero to 
10 or 12 upon the prism scale, and then be 
slowly reversed to zero again. This alternate 
rotation of the indicator outward from zero 
and back again will cause the muscle to con- 
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tract steadily as prism value is increased and 
then in turn relax as prism value is decreased, 
thereby producing a natural and effective ex- 
ercise, which, as is evident, may be given in- 
dependently to any rectus muscle of either'eye 
through the correct use of the prism. 

If, after exercising a muscle or muscles, as 
the case may be, in this way four or five 
minutes a day for several days, a stronger 
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prism can be accepted than at first, the range 
of exercise may be correspondingly lengthened 
and the practice continued until permanent 
balance is obtained. 



An accurate and well centered correction for 
refractive errors should be worn by the ob- 
server during the period of muscle exercise. 
The best obtainable vision in each eye should 
not be less than three-fifths of normal if satis- 
factory results are to be expected. 
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Exercise of Two Recti Together 

Employing the Univenal Doable Rotarr Prian Unhe and 

a Large LamiDoos Test Object 

When a horizontal and a vertical rectus 
muscle of the same eye are to be exercised to- 
gether, as for instance, the internal rectus and 
the inferior rectus for the correction of any 




Rotary Prism with Base Line Oblique. 

Fif. Si. 

hyper-exophoria, a universal double rotary 
prism unit should be so placed before the 
heterophoric eye that the base of the variable 
prism value to be employed in giving the exer- 
cise will lie in the upper temporal quadrant. 
For instance, if, in the original muscle tests, 
the equivalent of a 6 diopter prism with base 
located 20 degrees down was required to bring 
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about balance in both the vertical and horizon- 
tal meridians, then for the simultaneous exer- 
cise of the two recti muscles referred to, vari- 
able prism value with base located approxi- 
mately opposite, or 90 degrees away would be 
required. Figure 58 shows a double rotary 
prism unit with prism base line located ob- 
liquely. 

While most forms of oblique monocular im- 
balance may be corrected by exercising first 
one of the weak recti muscles and then the 
other until balance is restored in both meri- 
dians, nevertheless the application of variable 
prism value with base located obliquely, as de- 
scribed, will be found both expedient and 
eflFective when giving exercise in cases of this 
kind. 

The maximum prism value employed in 
giving muscle exercise should always be less 
than that which will produce diplopia. 
Should the muscle or muscles show improve- 
ment following a few periods of exercise, of 
four or five minutes a day, the treatment may 
be continued until permanent balance is ob- 
tained, otherwise it should be abandoned, as 
no form of exercise will correct or even assist 
every case of muscular imbalance. 
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CHAPTER XTX 



Exercise of the Oblique Muscles 

Ekupbyiog tbe Madckv Uuhipfe Bod CiiJt^ and a ID U/M 
LiMiiinoai Teal Object. 

T^HE oblique muscles ma-y be indi^'iduaUy 
'*' exercised by placing a ^laddox grad- 
uated multiple white rod before each eye with 
their axes horizontal (Fig. 59) and employing 
a luminous test object about 10 m/tn in diame- 



? 



Msddoi Rods, Axes Horiiontil. 
Fie- ». 



ter, located 5 or 6 meters distant in the dark 
room and in direct vertical and horizontal 
alignment with the Phoroptor. This is the 
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same set up of the Phoroptor as described in 
chapter 17, on the duction test of the oblique 
muscles. 

Should the observer be ametropic or heter- 
ophoric, or both, a suitable correction for same 
should be in place, as all recti muscles should 
be at rest while exercising the oblique. And 
here again, the vision in each eye should not 
be less than three-fifths of normal if beneficial 
results are to be expected. 

With both Maddox rods in position, as 
stated, only one broad vertical band of light 
should be seen. 

To exercise the superior oblique of the right 
eye, the index to the rod on the corresponding 
side of the instrument should be rotated slowly 
and steadily inward from zero to a point on the 
scale one or two degrees short of that point at 
which the single vertical band of light will 
break into the form of the letter X, and then 
returned to zero again. The alternate rota- 
tion of the rod through this arc will cause the 
muscle to contract steadily as the indicator de- 
parts from zero and then in turn relax as it ap- 
proaches zero, thereby producing a natural 
and effective exercise, which, as is evident, 
may be applied to the inferior oblique in the 
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same maimer by rotating the indicator in the 
opposite direction, or outward from zero and 
back again. 

The obliques of the left eye may be exercised 
by employing the rod on the corresponding 
side of the instrument in like manner. 

This form of exercise, like that for the recti 
muscles, if beneficial after a few trials of four 
or five minutes a day, should be continued 
regularly until permanent balance is obtained. 
Progress in the exercise of the obliques may be 
determined by taking the cycloduction period- 
ically and comparing the results with the orig- 
inal findings. 

When exercising the oblique muscled, white 
Maddox rods only should be employed as ex- 
plained in Chapter 17. 
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CHAPTER XX 



General Definitions of Scientific Terms 



Binocular Single Vision. A condition of 
sight wherein each eye sees the object and 
both see it as one. This is due to the location 
of the image at the macula of each eye. 

Diplopia. A term denoting double vision. 
It is brought about through failure of the 
images in the eyes to fall upon corresponding 
points in the two retinas. 

Visual Axis. The visual axis of the eye is an 
imaginary line coincident with that central 
ray of light which suffers the least refraction in 
passing from the object to the central macula 
region. 

Fixation Point. The fixation point is that 
point towards which the vision is directed and 
may be located either far or near. 

Macula. The macula is the most sensitive 
point in the retina and, as such, constitutes the 
posterior pole of the eye. To obtain distinct 
vision the image must focus clearly upon the 
macula. 
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Fusion Field. The fusion field is a limited 
area within the central region of the retina and 
surrounds the macula. It is pear-like in 
shape and is imder the direct supervision of the 
fusion faculty. Images falling within this 
area at dissimilar points in the two eyes are 
caused to fuse into one image through stimu- 
lation of the motor muscles by the fusion 
centers. 

Emmetropia. a term signifying an optically 
perfect eye, an eye having no errors of refrac 
tion and in which parallel rays of light come to 
a focus on the retina without accommodative 
eflFort. 

Ametropia. A term signifying an optically 
imperfect eye, an eye having errors of refrac- 
tion. In such an eye parallel rays of light 
could not focus upon the retina unless the ac- 
commodation assisted or lenses were employed. 

Hypermetropia. a term applied to an eye 
lacking in its refractive power, or to a shallow 
eye in which parallel rays of light tend to focus 
back of the retina. 

Myopia. An eye having an excess of refrac- 
tive power, or in which the distance from the 
cornea to the retina is too great. A myopic 
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eye is usually a long eye in which parallel rays 
of light focus before they reach the retina. 

Astigmatism. This term indicates unequal 
refraction in the diflFerent meridians of the eye 
and is usually due to a lack of rotundity of the 
cornea. Parallel rays of light entering such 
an eye focus more quickly in one meridian 
than in another. 

Each of the above general terms referring 
to errors of refraction of the eye covers a num- 
ber of subdivisions, all of which may be foimd 
in the text books on the subject. 

Presbyopia. Old sight, due to a gradual 
congealing of the crystaline lens matter and 
frequently spoken of as loss of accommoda- 
tion. The accommodation is controlled by 
the intrinsic or ciliary muscle. 

Orthophoria. Orthophoria is a condition of 
balance of the extrinsic or motor muscles of 
the eyes in binocular single vision. 

Heterophoria. Heterophoria is a term ap- 
plied to latent imbalances of the extrinsic or 
motor muscles of the eye. When imbalances 
of the motor muscles are manifest they are 
known as tropias, or squints. The phorias 
admit of binocular single vision while the 
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tropias or squints do not, unless corrected. 

EsoPHORiA. An excessive turning in or con- 
vergence due to over-developed internal or un- 
developed external recti muscles. 

ExoPHORiA. Exophoria means a turning out- 
ward, being a condition exactly opposite to 
esophoria and due either to over-development 
of the external, or lack of development of the 
internal recti muscles. 

Hyperphoria. A turning of one eye upward 
above the horizontal median line, due to an 
over-developed superior, or an under-developed 
inferior rectus muscle. 

Cataphoria. Cataphoria denotes a condi- 
tion exactly opposite to hyperphoria and signi- 
fies a turning down of one eye below the hori- 
zontal median line. 

Cyclophoria. Cyclophoria means a rotation 
of the eye on its antero-posterior axis. This 
condition is usually attributable to an imbal- 
ance of the oblique muscles. 

Adduction. An inward rotation of the eye 
in the interest of maintaining binocular single 
vision. 

Abduction. An outward rotation of the eye 
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in the interest of maintaining binocular single 
vision. 

SuPERDUCTiON. An upward rotation of the 
eye in the interest of maintaining binocular 
single vision. 

SuBDUCTiON. A downward rotation of the 
eye in the interest of maintaining binocular 
single vision. 

Cycloduction. a rotation of the eye on its 
antero-posterior axis in the interest of main- 
taining parallelism of the vertical planes of the 
eyes. 

Prism Diopter. Prism diopter is a unit of 
measurement given to prisms and signifies a 
displacement of the object one centimeter to- 
wards the apex when the prism is held a dis- 
tance of one meter from the object. 

Retinoscopy also known as Skiascopy. The 
science of examining the refraction of the eye 
by directing light into the pupil from a mirror 
having a sight opening at its center and known 
as a retinoscope. A movement of the mirror 
causes a characteristically responsive move- 
ment of the fimdus reflex appearing in the 
pupil. 

Fogging System. A method of examining; 
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the refraction of the eye with lenses. It con- 
sists in the primary employment of spherical 
lenses of such character and power as will 
make the eye temporarily myopic in all me- 
ridians. This is done to encourage relaxation 
of the accommodation or to discourage accom- 
modative eflFort during the period of the ex- 
amination. 

Cycloplegic. a cycloplegic is a drug used 
for paralyzing the ciliary muscle of the eye 
when testing the refraction. It places the 
accommodation in a state of rest and conse- 
quently manifests any latent refractive errors 
which may be present. It also causes ex- 
tensive dilation of the pupil. 
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CHAPTER XXI 



Scientific Data Frequently Used 



T N connection with a study of the refraction 
^ and motor muscles of the eye, recourse to 
certain tabulations of data is frequaitly ad- 
vantageous or even necessary. To facilitate 
such reference work, there is given herewith a 
very limited collection of the data often need- 
ed. Practically all such data is presented in 
tabulated form. 

Focal Lengths 

The dioptric system of focal designation, is 
based upon the definition of a one diopter lens, 
as a lens whose focal length is one meter. 
The focal length of a two diopter lens is one 
half meter; of a one-half diopter lens, two 
meters; etc. Table number one shows the 
focal lengths in millimeters and in inches of 
all lenses ranging in power up to 20 diopters. 
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TABLE 1. 
Focal Lengths. 




Diopters 


Millimeters 


Inches 


0.12 


8000 


314.93 


0.25 


4000 


157.48 


0.50 


2000 


78.74 


0.75 


1333 


52.50 


1.00 


1000 


39.37 


1.25 


800 


31.50 


1.50 


666 


26.22 


1.75 


571 


22.48 


2.00 


500 


19.69 


2.50 


400 


15.75 


3.00 


333 


13.12 


4.00 


250 


9.84 


5.00 


200 


7.87 


6.00 


166 


6.56 


7.00 


143 


5.62 


8.00 


125 


4.92 


9.00 


111 


4.37 


10.00 


100 


3.94 


11.00 


91 


3.58 


12.00 


83 


3.28 


13.00 


77 


3.03 


14.00 


71 


2.81 


15.00 


67 


2.62 


16.00 


63 


2.46 


17.00 


59 


2.32 


18.00 


56 


2.19 


19.00 


53 


2.07 


20.00 


50 


1.97 
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Prism Values 



A prism diopter denotes a displacement of 
the image equal to one centimeter at a distance 
of one meter; two centimeters at a distance of 
two meters, etc. In conducting the tests and 
in writing the prescription, the only prism 
values to be considered are the prism diopter 
measurements. Occasions frequently arise, 
however, in which it is desirable to know the 
actual angle of displacement, or the angle of 
deviation of the ray of light resulting from the 
prism action. Table number two on opposite 
page gives such angular deviations corres- 
ponding to all prism diopter values up to 20. 
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TABLE 2 


» 


Deviation 


AND Prism Diopters. 

* 


Prism 


Angle of 


Diopters 


Deviation 


1 


0° 


34' 23" 


2 


1 


8, 45 


3 


1 


43 7 


4 


2 


17 29 


5 


2 


51 45 


6 


3 


26 4 


7 


4 


14 


8 


4 


34 29 


9 


5 


8 39 


10 


5 


42 39 


11 


6 


16 43 


12 


6 


50 34 


13 


7 


24 22 


14 


7 


58 4 


15 


8 


31 50 


16 


9 


5 24 


17 


9 


38 52 


18 


1012 14 


19 


1045 30 


20 


11 18 36 
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Decentration. 



It is a well known fact that the decentering 
of a lens introduces prism value, and within 
certain limitations, this simple fact may be 
used in securing prism effects with the ordi- 
nary lenses. The amount of decentration in 
centimeters is equal to the prism power in 
diopters divided by the spherical power in 
diopters. Expressing this the other way 
about, the prism effect in diopters is equal to 
the spherical power in diopters multiplied by 
the decentration in centimeters. Table num- 
ber three on opposite page shows the amount 
of decentration required to give the various 
prism effects up to ten prism diopters in 
lenses ranging in power up to 20 diopters. 
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TABLE 3. 

Decentration of Spherical Lenses and 
Resultant Prismatic Effects 



RESULTANT PRISM DIOPTERS 





1 




2 




3 


s 


4 




5 


S 


6 


o 


7 


Q 


8 


z 


9 




10 


H 


11 


1 


12 


Pk 


13 


00 


14 
15 


h) 


16 




17 




18 




19 




20 



1 


2 
20.0 


3 


4 


5 


6 


7 


8 


9 


10 


10.0 


MILLIMEl'EU DECENTRATIONS. 






, 












5.0 


10.0 


15.0 


20.0 














3.3 


6.7 


10.0 


13.3 


16.7 


20.0 










2.5 


5.0 


7.5 


10.0 


12.5 


15.0 


17.5 


20.0 






2.0 


4.0 


6.0 


8.0 


10.0 


12.0 


14.0 


16.0 


18.0 


20.0 


1.7 


3.3 


5.0 


6.7 


8.3 


10.0 


11.6 


13.3 


15.0 


16.7 


1.4 


2.9 


4.3 


5.7 


7.2 


8.6 


10.0 


11.4 


12.8 


14.3 


1.3 


2.5 


3.8 


5.0 


6.3 


7.5 


8.8 


10.0 


11.2 


12.5 


1.1 


2.2 


3.3 


4.5 


5.6 


6.7 


7.8 


8.9 


10.0 


11.1 


1.0 


2.0 


3.0 


4.0 


5.0 


6.0 


7.0 


8.0 


9.0 


10.0 


0.9 


1.8 


2.7 


3.6 


4.5 


5.6 


6.4 


7.3 


8.2 


9.1 


0.8 


1.7 


2.5 


3.3 


4.2 


5.0 


5.8 


6.7 


7.5 


8.3 


0.8 


1.5 


2.3 


3.1 


3.8 


4.6 


5.4 


6.2 


69 


7.7 


0.7 


1.4 


2.1 


2.9 


3.6 


4.3 


5.0 


5.7 


6.4 


7.1 


0.7 


1.3 


2.0 


2.7 


3.3 


4.0 


4.7 


5.3 


6.0 


6.7 


0.6 


1.3 


1.9 


2.5 


3.1 


3.8 


4.4 


5.0 


5.6 


6.2 


0.6 


1.2 


1.8 


2.4 


2.9 


3.5 


4.1 


4.7 


5.3 


5.9 


0.6 


1.1 


1.7 


2.2 


2.8 


3.3 


3.9 


4.4 


5.0 


5.6 


0.5 


1.1 


1.6 


2.1 


2.6 


3.2 


3.7 


4.2 


4.7 


5.3 


0.5 


1 


1.5 


2.0 


2.5 


3.0 


3.5 


4.0 


4.5 


5.0 
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Transposition 



The transposition of a prescription from its 
original form is frequently desirable in order 
that a lens having better curves may be ob- 
tained. The rule for transposing is very 
simple. Add together algebraically the sphere 
and the cylinder powers for the new sphere; 
then change the sign of the cylinder and 
change its axis 90 degrees. Transposition 
is best illustrated by several examples show- 
ing different combinations. 

The prescription +1.00= +0.50 axis 90 
transposes to +1.50= —0.50 axis 180 

The prescription +1.00= —0.50 axis 90 
transposes to +0.50= +0.50 axis 180 

The prescription +0.50= —1.00 axis 90 
transposes to —0.50= +1.00 axis 180 

The prescription —1.00= —0.50 axis 90 
transposes to —1.50= +0.50 axis 180 

The prescription —1.00= +0.50 axis 90 
transposes to —0.50= —0.50 axis 180 

The prescription —1.00= +0.50 axis 15 
transposes to —0.50= —0.50 axis 105 
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This transposition rule is often stated in a 
different form to avoid any reference to alge- 
braic additions. To transpose a prescription 
in which either the sphere or the cylinder is 
plus and the other minus, subtract the less 
from the greater using the sign (+ or — ) of 
the greater for the new sphere. Then com- 
bine with it a cylinder of the same strength 
as before, but of opposite sign and opposite axis. 

When both sphere and cylinder are plus, 
they are simply added together with the plus 
sign for the new sphere and when both are 
minus, they are likewise added together using 
the minus sign and in either case, the new 
cylinder is of the same strength as before 
but of opposite sign and axis. 
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Accommodation 



It is a well recognized fact that the accom- 
modative power decreases with advancing 
years and while there is no exact relationship 
between age and accommodation which will 
hold for all individuals and especially myopes, 
the following table shows approximately what 
change is to be expected. 





TABLF, 4. 




^CCOMW 


[ODATION AND AgE. 


Age in 


Accominodation 


Years 


in 


Diopters 


10 




14 


15 




12 


20 




10 


25 




8.5 


30 




7 


35 




5.5 


40 




4.5 


45 




3.5 


50 




2.5 


55 




1.5 


60 




1.0 


65 




0.5 


70 
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